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INTRODUCTION 


Within  the  last  decade  the  use  of  plastic  instead  of  glass 
for  the  manufacture  of  aircraft  windscreens  has  increased 
condsiderably.  This  use  of  plastic  has  resulted  in  a  noticeable 
decrease  in  the  optical  quality  of  the  windscreens.  Although 
highly  effective  in  providing  improved  birdstrike  protection,  the 
plastic  windscreens  have  given  rise  to  several  optical 
degradation  effects  such  as  rainbowing  (birefringence),  multiple 
imaging,  distortion  and  haze.  The  purpose  of  this  report  is  to 
describe  a  recently  developed  technique  to  measure  haze  in 
aircraft  transparencies  (including  viso-rs  and  HUDs)  and  relate 
these  measurements  to  visual  performance. 


TEST  METHOD  BACKGROUND 


The  presently  accepted  method  of  measuring  haze  is  based  on 
a  technique  developed  at  the  National  Bureau  of  Standards  (NBS). 
This  method  has  been  adopted  as  a  haze  measurement  standard  by 
the  American  Society  for  Testing  and  Materials  (ASTM)  and  by  the 
Federal  Government.  The  Gardner  Haze  Meter  (R)  is  a  specific 
device  used  to  measure  haze  based  on  this  method. 

Light  incident  on  a  transparent  medium  can  be  absorbed, 
reflected,  scattered  or  transmitted.  Since  light  (energy)  must 
be  conserves,  the  quantities  of  absorbed(A),  ref lected (R) , 
scattered(S) ,  and  transmitted(T)  light  must  add  up  to  the  amount 
of  incident  light(I)  (see  Fig  1).  The  scattered  and 
transmitted  light  are  the  two  parts  of  interest  for  measuring 
haze  using  the  NBS  method.  In  this  case  the  total  light  that 
passes  through  the  transparency  is  equal  to  the  amount  transmitted 
plus  the  amount  scattered.  Only  the  transmitted  portion  is  usable 
to  form  an  image  of  the  object  from  which  the  light  originated; 
the  scattered  light  has  lost  its  image  forming  information. 
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Figure  1.  Conservation  of  light  energy:  I=S+T+A+R 

The  NBS  definition  of  haze  is  the  ratio  of  the  scattered 
light  to  the  total  light  that  comes  through  the  transparency 
(S  +  T).  In  equation  form; 

S 

H  =  - 

(S  +  T) 

where:  H  =  Haze 

S  =  Scattered  light 

T  =  Transmitted  (image  forming)  light 


Values  of  haze  can  range  from  0  (no  scattering)  to  1  (total 
scattering).  Although  the  definition  seems  quite  reasonable  and 
the  haze  values  are  bounded  and  well  behaved,  it  is  not  possible 
to  directly  relate  the  haze  value  to  contrast  loss  and  visual 
performance  degradation.  In  addition,  the  instrumentation  is 
designed  specifically  for  relatively  small,  thin,  unscratched, 
eflat  samples  that  can  be  placed  flush  with  the  entrance  aperture 
of  the  integrating  sphere  used  to  make  the  measurements.  Thus  it 
is  not  useable  for  measuring  the  haze  of  an  aircraft  transparency 
while  it  is  installed  on  the  aircraft.  Because  of  these 
significant  disadvantages,  a  new  method  for  measuring  and 
defining  haze  was  developed  that  can  be  directly  related  to 
contrast  loss  and  observer  performance  and  can  be  used  to  measure 
windscreens  while  they  remain  installed  on  the  aircraft. 

NEW  HAZE  MEASUREMENT  TECHNIQUE 

Haze  in  transparencies  refers  to  the  property  that  visually 
corresponds  to  the  loss  of  available  scene  contrast  which  occurs 
when  looking  through  the  transparency.  This  contrast  loss  is  a 
result  of  light  scattering  into  the  line  of  vision,  and  appears 
as  a  veiling  luminance.  A  common  example  of  veiling  luminance  is 
experienced  when  one  tries  to  look  out  the  window  of  a  brightly 
illuminated  room  at  night.  Under  most  conditions,  the  exterior 
scene  is  masked  (veiled)  by  the  room  light  reflected  in  the 
window.  If  the  window  were  shaded  (or  the  room  lights  dimmed 
sufficiently),  exterior  vision  would  be  greatly  improved. 

The  level  of  the  veiling  luminance  is  proportional  to  the 
illumination  falling  on  the  surface  of  the  transparency.  The 
haze  index  is  defined  as  the  proportionality  constant  that 
relates  the  illumination  level  to  the  veiling  luminance  level;  in 
equation  form: 
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L 


(2) 


Hi  = 


E 


where; 

Hi  =  haze  index 

L  =  veiling  luminance  (foot- lamberts) 

E  =  Illumination  at  surface  of  transparency  (foot-candles) 


The  value  of  the  haze  index  is  in  units  of 
luminance/illuminance  such  as  f oot-lamberts  per  foot-candle.  It 
should  be  noted  that  the  haze  value  is  highly  dependent  on  the 
geometry  of  the  illuminating  source  and  the  angle  of  view  through 
the  transparency.  This  may  at  first  seem  to  be  a  disadvantage  of 
this  method  over  the  nondirectional  MBS  haze  method.  It  is 
certainly  less  convenient;  however,  it  does  directly  relate  with 
visibUity  through  the  transparency  which  also  varies  with  the 
illuminating  and  viewing  geometry. 

The  haze  index  can  be  measotcu  both  in  the  laboratory  and  in 
the  field  using  similar  techniques.  For  laboratory  measurement  a 
semicol 1 imated  light  source  is  used  to  illuminate  the 
transparency  to  be  measured.  A  photometer*  is  used  on  the 
opposite  side  of  the  transparency  to  measure  the  veiling 
luminance  within  the  transparency.  A  black,  light  absorbing 
surface  must  be  placed  in  the  line  of  measurement  of  the 
photometer  to  insure  that  the  luminance  being  measured  is  only 
the  scattered  light  and  not  a  combination  of  scattered  and 
transmitted  light.  Figure  2  shows  the  measurement  geometry. 

*Hand-held  photometer  capable  of  measuring  luminances  over  the 
range  of  0.1  cd/m  to  5000  cd/m'‘,  and  with  a  spot  size  of  0.33  to 
1  degree  (similar  to  a  Minolta  Spot  Luminance  Meter  or 
equivalent) . 
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Figure  2.  Geometry  for  measuring  the  veiling  luminance  due  to 
scattering  in  the  windscreen. 


The  illumination  falling  on  the  surface  of  the  transparency 
can  be  measured  using  the  same  photometer  by  making  use  of  a 
Lambertian  reflector,  A  Lambertian  reflector  is  a  surface  that 
reflectively  scatters  all  incident  light  in  a  perfectly  diffusing 
fashion.  Because  of  the  way  in  which  foot-candles  (illumination) 
and  f oot- lamberts  (luminance)  are  defined,  the  luminance  of  a 
perfectly  diffusing  reflector  in  foot- lamberts  is  numerically 
equivalent  to  the  illuminance  in  foot-candles  falling  on  the 
surface.  Thus  one  can  place  a  Lambertian  reflector  (such  as  a 
Barium  Sulphate  plate)  on  the  surface  of  interest,  and  measure 
its  luminance  'n  foot- lamberts  (which  is  numerically  equal  to  the 
illumination  on  the  surface  in  foot-candles).  Once  the  veiling 
luminance  and  the  illumination  are  measured,  the  haze  index  can 
be  calculated  using  equation  (2).  To  fully  characterize  the 
transparency,  the  haze  index  should  be  measured  for  all 
illumination  and  viewing  angles  of  interest. 
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The  haze  index  can  be  measured  on  installed  aircraft 
transparencies  in  a  manner  similar  to  that  used  in  the  laboratory 
with  some  minor  modifications.  Instead  of  using  an  artificial 
light  source  one  can  use  actual  sunlight  if  the  sun  is  oriented 
correctly  for  the  desired  measurement.  Under  field  conditions, 
the  black  area  of  the  test  target,  not  being  a  perfect  light 
trap,  will  usually  reflect  enough  light  that  it  must  be 
considered  when  calculating  the  haze  index.  This  is  done  by 
measuring  the  luminance  of  the  black  area  directly  (not  through 
the  windscreen),  multiplying  it  by  the  transmission  coefficient 
of  the  transparency  and  subtracting  this  luminance  from  the 
measured  veiling  luminance.  This  operation  has  the  effect  of 
removing  the  transmitted  luminance  from  the  veiling  luminance 
reading.  Therefore  the  haze  index  in  equation  form  is: 

L  -  Bt 

Hi  =  .  (3) 

Ci' 

where:  Hi  =  haze  index 

L  =  veiling  luminance  measurement 

B  =  luminance  of  the  black  target  without  windscreen 
E  =  illumination  at  surface  of  windscreen 
t  =  transmission  coefficient  ot  the  windscreen 

Note  that  equation  (3)  reduces  to  equation  (2)  when  the 
black  target  luminance  is  very  low  (i.e.  B=0). 

It  is  evident  from  equation  (3)  that  it  is  also  necessary  to 
measure  the  transmission  coefficient  of  the  windscreen  in  order 
to  obtain  accurate  results.  The  transmission  coefficient  can  be 
measured  easily  using  the  same  photometer  and  a  flat  white 
target.  The  luminance  of  the  white  target  is  measured  directly 
fno  windscreen),  using  the  photometer  to  obtain  a  baseline 
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reading.  Then  the  white  target  is  measured  through  the 
windscreen  to  obtain  the  transmitted  luminance.  However,  care 
must  be  taken  to  insure  that  the  windscreen  is  shaded  from  as 
much  ambient  illumination  as  possible,  and  reflections  should  be 
minimized  by  using  a  flat  black,  light  absorbing  surface.  Figure 
3  shows  the  measurement  geometry  for  a  typical  installed 
aircraft  windscreen. 


WHITE  BLACK  CLOTH 

TARGET 


Figure  3.  Geometry  for  measuring  the  transmission  coefficient  of 
the  windscreen. 


The  windscreen  is  shaded  to  prevent  the  veiling  luminance 
from  contaminating  the  transmissivity  measurement.  The 
transmissivity  is  then  simply  the  ratio  of  the  photometer  reading 
through  the  windscreen  to  the  reading  without  the  windscreen  (t  = 
L/L').  The  transmissivity  is  a  critical  parameter  in  calculating 
the  contrast  loss  through  the  transparency  as  will  be  described 
in  the  next  section. 
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CONTRAST  LOSS  DUE  TO  HAZE 


For  simplicity  of  calculation,  it  will  be  assumed  that  the 
target  of  interest  is  a  black  area  next  to  a  white  area  similar 
to  the  targets  described  in  the  previous  section  for  measuring 
haze  index  and  transmissivity.  The  contrast  of  such  a  target  is 
defined  in  equation  (4). 

W  -  B 

Cl  =  -  (4) 

W  +  B 

where:  Cl  =  contrast  of  target 

W  =  luminance  of  the  white  area 
B  =  luminance  of  the  black  area 

If  this  same  target  is  now  viewed  through  a  transparency 
that  has  some  level  of  haze  caused  by  ambient  illumination,  then 
the  apparent  contrast  of  this  target  will  change.  Two  effects 
take  place:  first  each  luminance  level  within  the  target  is 
reduced  by  the  transmission  coefficient  of  the  transparency,  and 
second  a  veiling  luminance  is  added  to  both  luminance  levels  of 
the  target.  The  resulting  apparent  target  luminances  are 
therefore: 
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Wt  +  L 


(5) 


and 


B'  =  Bt  +  L 


(6) 


where; 


W  =  luminance  of  white  area  viewed  through  windscreen 

B'  =  luminance  of  black  area  viewed  through  windscreen 

t  =  windscreen  transmissivity 
L  =  veiling  luminance 

W  =  luminance  of  white  area  without  windscreen 

B  =  luminance  of  black  area  without  windscreen 


These  values  can  be  substituted  into  the  general  equation 
for  contrast  to  obtain  the  contrast  as  viewed  through  the 
windscreen: 


W  -  B' 

C2  =  - 

W'  +  B' 


(Wt  +  L)  -  (Bt  +  L) 
(Wt  +  L)  +  (Bt  +  L) 


(7) 


Equation  (7)  can  be  further  reduced  by  dividing  the 
numerator  and  denominator  by  ”t"  and  by  substituting  equation  (2) 
for  the  veiling  luminance. 


W  -  B 

C2  =  - 


W  -!  B  +  2EHi/t 


(8) 


Note  that  the  equation  for  C2  is  similar  to  that  for  Cl  with 
the  exception  of  the  extra  term  in  the  denominator.  It  is  this 
term  that  describes  the  lowered  contrast  experienced  when  viewing 
through  the  tr arisparency.  Part  of  this  term  is  sufficiently 
important  that  it  should  have  its  own  identifying  name.  The 
value  of  Hi/t  is  a  basic  characteristic  that  depends  only  on  the 
transparency  material  involved  and  not  on  the  ambient  conditions 
(E,  or  illumination).  It  is  therefore  ideally  suited  for 
comparing  transparency  haze  effects  of  materials.  For  this 
reason  the  value  of  Hi/t  is  referred  to  as  vhe  "haze  ratio": 


Haze  index  Hi 

Haze  Ratio  =  Hr  =  - - =  - -  (9) 

transmissivity  t 


The  haze  ratio  fsir  each  of  several  transparencies  that  have 
been  measured  both  in  the  lub  and  in  the  field  arc  provided  in  a 
later  section. 

Before  deriving  the  equation  for  the  contrast  los;’,,  it  will 
be  helpful  if  the  equations  for  contrast  are  put  in  a  slightly 
different  form.  First,  let  us  define  the  amplitude  of  the 
contrast  as  half  the  difference  between  the  white  and  blaclc 
targets  and,  secondly,  let  us  define  the  mean  target  luminance  .'s 
half  of  the  sum  of  the  white  and  black  targets.  In  equation 
form: 
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Amplitude  =  A 


W  -  B 


2 


and 


Mean  =  M 


W  +  B 


2 


(10) 


(11) 


If  (10)  and  (11)  are  substituted  into  equations  (4)  and  (8) 
one  obtains: 


and 


(12) 


C2 


A 


M  +  EHi/t 


(13) 


The  loss  in  contrast  is  given  in  equation  (14): 


CL 


Cl  -  C2 


Cl 


(14) 


where:  CL 
Cl 
C2 


contrast  loss 
target  contrast 
target  contrast 


viewed  directly 

viewed  through  transparency 
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Substituting  equations  (12)  and  (13'  into  (14)  one  obtains: 


M 

CL  =  1 - 

M  +  EHi/t 


(15' 


Equation  (15)  is  the  primary  equation  for  predicting  the 
resulting  contrast  loss  for  any  mean  target  luminance  and  ambient 
illumination  condition.  It  is  particularly  important  to  note 
that  the  result  of  equation  (15)  is  independent  of  the  target 
contrast  but  only  depends  on  the  average  luminance  of  the  target. 
Another  important  fact  is  that  if  the  haze  index  is  not  zero  then 
the  contrast  loss  also  depends  explicitly  on  the  transmission 
coefficient  of  the  transparency.  This  is  a  significant  result  in 
that  typically  one  does  not  expect  a  drop  in  transmissivity  to 
cause  a  loss  of  contrast. 

Figure  4  shows  a  graph  demonstrating  the  loss  of  contrast 
due  to  different  transmissivities.  The  transmissivities  are:  tl 
=  0.90  (glass  windscreen),  t2  =  0.70  (plastic  windscreen),  t3  = 

0.49  (plastic  windscreen  with  HUD)  and  t4  =  0.42  (plastic 
windscreen  plus  LANTIRN  HUD  eyebrow). 

Figures  5  through  8  graphically  depict  the  effects  of  mean 
luminance,  illumination  and  haze  ratio  on  contrast  loss  for  Low 
(M  -  200  f oot- lamber ts) ,  Medium  (M  ~  600  foot- 1  amber ts)  and  High  (M 
j'000  foot- 1  amber  ts)  average  target  luminances. 
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CONTRAST  LOSS  “  CONTRAST  LOSS 


M  =  600  ft-L 
E  =  8000  ft-c 


200  ft-L 
600  ft-L 
1000  ft-L 
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Figure 

6,  Contrast  Loss  Versus 

Haze  Ratio  for  Bright  Day 

Viewing  at 

Moderate  Angle  From  Sun 

I.Ot 

=  200  ft-L 

E  =  2000  ft-c 

f 

Mj  =  600  ft-L 

M,  =  1000  ft-L 

HAZE  RATIO 

Figure  7.  Contrast  Loss  Versus  Haze  Index  for  Bright  Day 
/iewing  at  a  Large  Angle  from  the  Sun 


=  200  ft-L 
=  600  ft-L 
=  1000  ft-L 


E  =  500ft-c 


HAZE  RATIO 

Figure  8.  Contrast  Loss  Versus  Haze  Index  for  Bright  Day 
Viewing  Almost  Directly  Away  from  the  Sun 


HAZE  MEASUREMENT  TEST  RESULTS 


Figure  9  shows  the  field  test  kit  that  was  assembled  to  make 
haze  measurements  of  aircraft  windscreens  and  HUDs.  The  kit 
consists  of  a  black  and  white  target  hinged  in  the  center  for 
convenience,  a  hand-held  photometer,  a  barium  sulfate  Lambertian 
surface,  and  a  device  for  measuring  the  elevation  of  the  sun. 

The  kit  was  designed  to  make  four  m.easurements:  actual  contrast 
loss,  haze  index,  ambient  il  umination  and  tranmissi vity.  The 
latter  three  measurements  were  used  to  calculate  the  predicted 
contrast  loss  using  equation  (15)  to  compare  with  the  measured 
actual  contrast  loss.  It  was  not  always  possible  to  measure  the 
transmissivity  due  to  lack  of  a  convenient  means  of  shading  the 
transparency  from  direct  sunlight.  For  data  sets  where  the 
transmissivity  was  not  measured  directly,  the  transmissivity  was 
estimated  from  previous  lab  data  for  the  type  of  transparency 


involved.  The  following  several  data  tables  show  the  results  of 
measurements  made  on  several  windscreens  and  HUDs.  Estimated 
transmissivity  data  is  so  noted. 


Figure  9.  The  Contrast  Loss  Measurement  Kit 


The  measurement  kit  was  used  to  measure  the  contrast  loss 
and  haze  index  of  several  uninstalled  F-111  windscreens  at 
Wr ight-Patterson  AFB,  OH,  in  order  to  test  the  measurement 
procedure.  In  each  case  the  contrast  loss  was  measured  directly^ 
and  then  the  haze  index,  ambient  illumination  and  transmissivity 
measurements  were  used  to  calculate  the  predicted  contrast  loss 
using  equation  (15).  The  results  of  some  of  these  measurements 
are  shown  in  Tables  1  and  2. 

Table  1  shows  data  from  a  used  plastic  windscreen  and  Table  2 
shows  data  from  a  used  glass  windscreen.  It  is  quite  apparent 
from  these  data  that  the  plastic  windscreen  suffers  from  a 
considerably  higher  level  of  haze  than  does  the  glass  windscreen 


Table  1.  F-111  Plastic  Windscreen  Lab  Measurements: 

Haze  Index  and  Loss  of  Contrast  vs  Sun  Elevation 


Sun  elev. 

31  deg 

46  deg 

48  deg 

50  deg 

n 

an 

Calculated  loss 

60.5% 

54.5% 

50.6% 

50.1% 

m 

Measured  loss 

65.9% 

60.0% 

59.3% 

59.8% 

l 

Percent  error 

8.2% 

9.1% 

14.7% 

16.2% 

w 

Haze  index  * 

.0621 

.0403 

.0360 

.0357 

Haze  Rat i o 

.1170 

.0832 

.0661 

.0674 

1 1 lumination 

4059  ft-c 

5884  ft-c 

6234  ft-c 

6336  ft 

Mean  target  lum 

311  ft-L 

405  ft-L 

403  ft-L 

425  ft 

l¥" 

Measured  trans 

.530 

.485 

.544 

.530 

W:/.  ^ 


."a' ' 


r- : 


*  Units  are  ft-L/ft-c. 


Table  2.  F-111  Glass  Windscreen  Measurements: 


Haze 

Index  and 

Contrast 

Loss  Repeatability 

Test  trial: 

#1 

#2 

#3 

Mean 

Standard  Dev 

■  w  • 

Calculated  loss 

16.2% 

14.9% 

14.5% 

14.7% 

0.2% 

C;'-:-; 

Measured  loss 

15.7% 

17.3% 

14.8% 

15.9% 

1.3% 

r  "  “ 

Percent  error 

3.1% 

13.7% 

2.0% 

N/A 

N/A 

Haze  index  * 

.0055 

.0052 

.0047 

.0051 

.0004 

s.' 

«_■  ■  ’ 

Haze  ratio 

.0112 

.0112 

.0106 

.0110 

.0003 

Mean  target  lum. 

425  ft 

-L  425  ft 

-L  422  ft- 

c  N/A 

N/A 

Illumination  ft- 

-c  6658 

6599 

6789 

N/A 

N/A 

• 

1 

**.  *- 

Measured  trans. 

0.446 

0.461 

0.448 

0.452 

0.008 

f  '• 

1  ■  ■ 

*  Units  are  ft-L/ft-c. 

Note:  sun  elevation  =  50 

deg. 
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The  predictive  capability  of  the  haze  index  model  appears 
reasonable  with  errors  between  predicted  and  measured  values  of 
contrast  loss  ranging  from  2.0%  to  16.2%.  Using  this  technique, 
the  measurement  kit  was  used  to  determine  the  contrast  loss 
caused  by  gun  gas  residue  on  A-10  windscreens.  Two  aircraft  were 
measured  before  and  after  firing  the  cannon.  The  contrast  loss 
and  haze  index  were  measured  on  each  quarter  panel  (side 
windscreen)  and  through  the  central  windscreen  and  HUD.  The 
following  tables  are  a  sample  of  the  data  taken  at  Nellis  AFB,  NV 
and  Myrtle  Beach  AFB,  NC. 


Table  3.  Contrast  Loss  and  Haze  Index  Measurements 


for  A-10  Gun  Gas 

Residue  Tests 

(A/C  #945  with 

clean  windscreen) 

Test  Item 

Right  w/s 

Left  w/s 

Center 

HUD 

Calculated  loss 

*32.0% 

*33.1% 

**67.0% 

Measured  loss 

30.4% 

31.1% 

80.8% 

Percent  error 

-5.3% 

-6.6% 

17.1% 

Haze  index  @ 

.0140 

.0141 

.0459 

Haze  ratio 

*.0200 

*.0201 

**.0918 

1 1 lumination 

8935  ft-c 

8935  ft-c 

8789 

ft-c 

Mean  target  lum. 

380  ft-L 

361  ft-L 

398 

ft-L 

@  Units  are  ft-L/ft-c. 

*  Based  on  estimated  transmissivity  of  t=0.7. 

**  Based  on  estimated  transmissivity  of  t=0.5. 
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Table  4.  Contrast  Loss  and  Haze  Index  Measurements 


for  A-10  Gun  Gas 

Residue  Test 

(A/C  #945  after 

cannon  firing) 

Test  item 

Right  w/s 

Left  w/s 

Center  HUD 

Calculated  loss 

*44.8% 

*42.6% 

**70.1% 

Measured  loss 

45.0% 

43.4% 

82.8% 

Percent  error 

0.4% 

1.9% 

15.4% 

Haze  index  @ 

.0253 

.0219 

.0441 

Haze  ratio 

*.0361 

*.0313 

*“.0881 

1 1 lumination 

8701  ft-c 

8614  ft-c 

8731 

Mean  target  lum. 

383  ft~L 

363  ft-L 

328  ft-L 

@  Units  are  ft-  /ft-c. 

*  Based  cn  estimated  transmissivity  of  t=0.7. 
**  Based  on  estimated  transmissivity  of  t=0c5. 


A  comparison  of  Tables  3  and  4  clearly  shows  the  increased 
loss  of  contrast  due  to  the  gun  gas  residue.  The  measurement 
technique  proved  to  be  highly  effective  in  quantifying  the  effect 
of  the  gun  gas  residue.  Additionally,  Tables  3  and  4  show  that 
the  oredictive  equation  for  contrast  loss  based  on  the  haze  index 
wor  '■  quii.e  well  with  the  exception  of  the  HUD  measurements.  It 
is  highly  probable  that  the  estimated  HUD  transmissivity  of  0.5 
was  too  high  resulting  in  lower  calculated  contrast  losses  than 
those  measured. 

The  haze  measurement  kit  was  also  used  to  measure  two  F-16 
LANTIRN  HUDs,  an  older  version  and  a  newer  version,  to  determine 
the  level  of  contrast  loss  that  could  be  expected  due  to  the  HUD 
combiner.  The  two  HUDs  were  measured  using  sunlight  with  an 
elevation  angle  of  about  30  degrees.  Table  5  shows  the  results 
of  nese  measurements. 
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Table  5.  Contrast  Loss  and  Haze  Inuex 
Measurements  in  LANTIRN  HUD  Combiners 


HUD: 

Location  meas. 


Eyebrow 


#004  (old) 
Center 


#005  (new) 
Eyebrow  Center 


*  Units  are  ft-L/ft-c, 


Tlie  low  percentage  errors  between  predicted  and  measu  ,ed 
contrast  loss  shown  in  Table  5  demonstrate  the  powerful  potential 
of  the  haze  index  model.  Also,  it  should  be  noted  that  the 
ambient  conditions  changed  somewhat  between  measuring  the  old  and 
the  new  HUD.  Since  these  different  conditions  (ambient 
illumination  and  mean  target  luminance)  affect  the  measured 
contrast  loss  results,  it  is  important  to  compare  the  two  HUDs  on 
the  basis  of  the  haze  ratio  which  is  independent  of  these  ambient 
conditions.  This  again  demonstrates  the  strength  and  utility  of 
the  haze  index  model.  Equation  (15)  could  be  used  in  conjunction 
With  the  haze  ratio  to  calculate  the  contrast  loss  of  the  two 
HUDs  for  the  same  ambient  conditions  in  order  to  facilitate 
direct  comparisons  between  the  two  HUDs.  Looking  at  the 
visibility  ratio  data  in  Table  5  it  is  apparent  that  both  HUDs 
are  almost  equivalent  in  the  eyebrow  area  but  the  new  HUD  is 
better  (lower  haze  ratio)  in  the  center  area. 
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Table  6  shows  data  that  were  obtained  at  Edwards  AFB,  CA  on 
an  F-16  aircraft  canopy  and  LANTIRN  HUD.  These  data  demonstrate 
the  interaction  between  the  HUD  and  the  canopy  in  causing 
significant  loss  of  contrast. 


Table  6.  F-16  Windscreen  and  LANTIRN  HUD 

Contrast  Loss  and  Haze  Index  Measurements 


Test  item: 

#1 

#2 

#3 

#4 

#5 

Calculated  loss 

35.7% 

60.2% 

28.0% 

75.8% 

58.5% 

Measured  loss 

35.3% 

52.2% 

26.5% 

76.2% 

52.0% 

Percent  error 

-1.0% 

-15.5% 

-5.7% 

0.4% 

-12.7% 

Haze  index  * 

.0174 

.0366 

.0122 

.0485 

.0287 

Haze  ratio 

.0268 

.0732 

.0188 

.1514 

.0683 

Estimated  trans 

.650 

.500 

.650 

.320 

.420 

*  Units  are  ft-L/ft-c.  Notes:  illumination  =  8994 

ft-c;  mean 

target  luminance  = 

'  434  ft- 

•L;  test  : 

Item  #1  = 

windscreen  only;  #2  = 

HUD  eyebrow  only; 

#3  =  HUD 

center  only;  #4  = 

windscreen  plus 

eyebrow  and  #5  =  windscreen  plus  HUD  center 

• 

The  preceding 

tables 

have  provided  examples  of 

the  utility 

and  predictive  power  of  the  haze  index  model.  The  following 

table  (Table  7)  provides  a 

listing 

of  haze 

indices, 

haze  ratios 

and  transmissivities  that  have  been  obtained  for  various 
transparencies.  These  numbers  represent  individual 
transparencies,  and  are  not  meant  to  describe  each  class  of 
transparencies.  To  perform  the  latter,  a  larger  database  must  be 
established . 


F-111  glass  w/s 

.0050 

.0110 

in 

• 

- 

.70 

Good 

F-111  plastic  w/s 

.0400 

.0800 

.50 

- 

.70 

Marginal 

LANTIRN  HUD  eyebrow 

.0450 

.0850 

.50 

- 

.60 

Margina  1 

LANTIRN  HUD  center 

.0130 

.0200 

.60 

- 

.70 

Good 

F-16  w/s 

.0230 

.0350 

.55 

- 

.75 

OK 

F-16  w/s  with  LANTIRN 

HUD — eyebrow 

.0480 

.1500 

.30 

- 

.35 

Poor 

HUD  center 

.0330 

.0780 

.40 

- 

.50 

Marginal 

A-10  plastic  w/s 

.0220 

.0300 

.55 

- 

.70 

OK 

A-10  w/s  with 

severe  residue 

.1100 

.1580+ 

.45 

- 

.60 

Unacceptable 

A-10  w/s  &  HUD 

.0420 

.0800 

o35 

- 

.45 

Poor 

>  * 


.  • 


■ 


By  using  the  haze  values  given  in  Table  7  and  the  graphs 
provided  in  an  earlier  section  of  this  report,  it  is  possible  to 
estimate  the  contrast  loss  that  will  be  incurred  for  several 
ambient  illumination  and  target  luminance  conditions. 


In  general,  studies  that  have  been  performed  to  determine 
the  interaction  of  contrast  and  angular  size  of  targets  on 
detection  performance  result  in  a  functional  relationship  between 
angular  subtense  of  target  and  target  to  background  contrast. 

Many  of  these  studies  have  been  done  by  Blackwell  and  others. 
Their  results  can  be  shown  to  be  related  by  the  equation: 


26 


F(c) 


(16) 


f  _ 

(7'  “ 


Where: 

a  =  Angular  subtense  of  target  at  detection 
c  =  Contrast 


Since  values  of  a  are  typically  very  small  (less  than  one 
degree),  the  following  equation  relates  angular  subtense  to 
range: 


R=  S  /  Tan(i^  ) 


(17) 


Where; 

R  =  Range  to  target 
S  =  Size  of  target 

=  Angular  subtense  of  target 


The  loss  of  detection  range  due  to  any  degrading  effect  is 
defined  as: 


LR  =  (Rj^  -  R2)  /  Ri  =  1  -  R2/R1 


(18) 


Where: 

LR  =  Fractional  loss  of  range  (xl00  for  percent) 

Rj^  =  "Normal"  Detection  Range 

R2  =  Detection  Range  after  degradation 


By  combining  equations  (16),  (17)  and  (18)  we  obtain; 


Lr  =  1  -  [Tan  (F(C]^))  /  Tan  (F(C2))] 


(19) 
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Equation  (13)  can  be  modified  to: 


C2  = 


A/M 


1  +  (E*Hi/Mt)  1  +  (E*Hi/Mt) 


(20) 


Combining  Equations  (19)  and  (20),  we  obtain  the  general  result: 


1 

Lr  =  1  -  [Tan  (F(ci))  /  Tan  (F(ci  *  ( - )))]  (21) 

1  +  (F*Hi/Mt) 


Equation  (21)  can  then  be  used  with  any  function  that 
describes  the  angular  subtense  of  a  target  at  detection  versus 
its  contrast. 

To  obtain  a  specific  version  of  equation  (21),  a  study  was 
performed  to  collect  data  on  the  angular  subtense  required  to 
detect  a  dark  circular  disk  on  a  light  background.  Figure  10 
shows  the  results  of  this  study  with  a  best-fit  power  curve: 
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MODULATION  CONTRAST 


Figure  10,  Angular  Subtense  at  Detection  versus  Contrast  for  a 
Dark  Circular  Disk  on  a  Light  Background 

The  best  fit  curve  shown  in  Figure  10  makes  an  excellent  fit 
with  the  data  (r  =  0.99),  and  provides  a  convenient  functional 
relationship  between  angular  size  and  contrast  as  shown  in 
equation  (22): 

X  =  0.400  C  -0-361  (22) 

where: 

o(  =  Angular  Subtense  in  Minutes  of  arc 
C  =  Modulation  Contrast 


Equation  (22)  can  be  changed  to  express  c(  in  radians  as 
follows: 

al  =  0.000116  C  -0*361  (23) 

where: 

CC  =  Angular  Subtense  in  Radians 
C  =  Modulation  Contrast 

Substituting  equation  (23)  into  equation  (21)  and  malting  a 
small  angle  approximation  to  eliminate  the  tangent  function,  we 
obtain: 


0.000116  *  Cl  -0*361 


Lr  =  1 .  (24) 

1  -0.361 

0.000116  (Cl  *  (  -  )) 


1  +  (E*Hi/Mt) 


Which  reduces  to: 

-0.361 

LR  =  1  -  (1  +  (E*Hi/Mt))  (25) 
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Note  that  the  contrast  terms  cancel,  and  the  fractional  loss 
of  range  (Lj^)  does  not  depend  on  the  target  to  background 
contrast.  This  is  due  to  the  particular  functional  form  of  the 
angular  subtense  versus  contrast  equation.  It  should  also  be 
noted  that  this  equation  is  valid  only  for  values  of  contrast 
ranging  from  about  0.03  to  1.00  (3%  to  100%)  since  that  was  the 
range  of  contrasts  of  the  circular  disks  used  to  obtain  equation 
(22). 

It  is  also  possible  to  derive  an  equation  for  detection 
range  using  equations  (17),  (20)  and  (23): 

S 


R  =  1  -0.361 

Tan  {0.000116  (C  (  - )]  }  (26) 

1  +  {E*Hi/Mt) 

Equations  (25)  and  (26)  provide  the  foundation  for 
predicting  target  detection  performance  as  it  is  affected  by 
windscreen  haze,  windscreen  transmissivity,  ambient  illumination, 
mean  target  luminance,  target  contrast  and  target  size.  The 
series  of  graphs  in  the  Appendix  show  these  equations  plotted  for 
a  number  of  typical  conditions. 
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CONCLUSIONS 


It  should  be  quite  apparent  from  the  preceding  material  that 
the  haze  index  model  and  the  measurement  procedures  and  field  kit 
described  provide  a  nearly  ideal  approach  to  quantifying  and 
predicting  contrast  losses  in  aircraft  transparencies  due  to 
light  scatter.  The  general  technique  can  be  used  in  the  lab  or 
in  the  field  on  almost  any  type  of  transparency.  Although 
Windscreens  and  HUDs  have  been  the  primary  transparencies  of 
interest  in  this  report,  the  technique  and  theory  applies  equally 
well  to  visors,  chemical  defense  masks,  eyeglasses,  and  other 
transparent  materials  through  which  an  observer  is  expected  to 
see.  Using  these  methods  will  not  only  provide  a  field  useable 
objective  means  to  accurately  measure  the  "haze”  in  a 
transparency,  but  also  predict  the  loss  in  visual  target 
detection  range  created  by  that  transparency  under  specific 
conditions. 
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APPENDIX 


The  effect  of  Windscreen  Optics  on  Visual  Detection  Range  for  Typical 
Daylight  Conditions. 


FRACTIONAL  LOSS  OF  DETECTION  RANbE 


DETECTION  RANGE 
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